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1.  INTRODUCTION 


Thermal  stability  of  aviation  fuels  is  of  concern  because  of  the  potential  operational 
problems  arising  from  fuel  degradation  under  thermal  stress  conditions. 
Hydrocarbon  fuels  in  contact  with  heated  metallic  surfaces  form  insoluble, 
carbonaceous  deposits  that  can  foul  nozzles,  manifolds,  filters,  injectors,  and  heat 
exchangers.  Temperatures  in  current  aircraft  reach  approximately  163'’C  (325°F) 
temperatures  in  future  aircraft  are  expected  to  be  much  higher.  The  methods  of 
dissipating  the  large  heat  loads  will  be  one  of  the  key  factors  in  determining  the 
capabilities  of  future  aircraft.  The  use  of  heat  exchangers  in  which  the  fuel  is  used 
as  the  primary  or  secondary  coolant  appears  to  be  an  effective  way  of  dissipating 
heat.  V\/hile  currently  used  jet  fuels  are  thermally  stable  within  present  aircraft 
operational  limits,  the  anticipated  increases  in  the  thermal  loading  applied  to  fuel 
systems  of  high-performance  aircraft  have  prompted  the  development  of  advanced, 
thermally  stable  aviation  fuels  and  methods  to  predict  the  stability  of  these  fuels 
under  varying  operating  conditions. 

Sandia  National  Laboratories,  Albuquerque,  is  conducting  efforts  to  (1)  develop 
instrumentation  for  monitoring  parameters  important  to  the  analysis  of  fuel 
thermal  stability  and  (2)  acquire  data  related  to  fuel  thermal  stability  and  develop 
mathematical  models  for  fuel  thermal  degradation  and  solid  deposition  under 
given  operating  conditions.  This  report  discusses  instrumentation  and  apparatus 
developed  and  used  to  measure  parameter  values  associated  with  the  formation 
and  deposition  of  solids  from  decomposition  of  hydrocarbon  jet  fuels.  Results  of 
initial  tests  and  model  parameters  are  presented. 
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2.  SYSTEM  DEVELOPMENT  AND  TESTING 


Two  systems  have  been  developed  for  monitoring  characteristics  of  fuel  thermal 
stability  and  are  described  in  this  section.  The  first  system  uses  a  quartz  crystal 
microbalance  device  to  quantitatively  make  in  situ  measurements  of  mass 
deposition  on  a  heated  metal  surface.  The  second  is  a  light-scattering  technique 
that  makes  in  situ  measurements  of  particle  size  distributions  occurring  in  the  fuel 
as  it  thermally  degrades.  Additional  liquid-phase  and  solid-phase  characterization 
studies  were  performed  and  results  are  presented. 


A.  QUARTZ  CRYSTAL  MICROBALANCE  MASS  SENSOR 

In  the  past  year  we  have  worked  with  two  jet  fuel  test  systems  to  monitor  the 
deposition  rate  of  fuel  degradation  by-products  onto  surfaces  at  elevated 
temperatures.  Both  systems  use  a  quartz  crystal  microbalance  (QCM)  that  can 
be  operated  submersed  in  jet  fuel  to  provide  a  very  sensitive  real-time 
measurement  of  surface  mass  accumulation.  The  first  system,  developed  last 
year,  uses  a  network  analyzer  to  provide  a  swept-frequency  measurement  of  the 
QCM  lesponse.  From  this  measurement,  mass  accumulation  and  properties  of 
the  contacting  liquid  can  be  determined.  While  this  system  performs  adequately, 
it  suffers  from  three  drawbacks  that  would  prohibit  widespread  use;  (1)  it  requires 
an  expensive  (~$30,000)  network  analyzer,  (2)  it  requires  an  involved  data-fitting 
procedure  to  extract  the  desired  mass  accumulation  information,  and  (3)  the  lack 
of  a  sealed  chamber  leads  to  loss  of  fuel  (through  volatilization)  that  limits  the  test 
duration.  The  second  test  system,  developed  over  the  past  year,  uses  an  RF 
oscillator  circuit  to  drive  the  QCM  at  its  resonant  frequency.  This  oscillator  circuit 
replaces  the  network  analyzer  required  in  the  first  system,  providing  considerable 
cost  savings  and  simplification  in  the  extraction  of  mass  accumulation 
information.  In  addition,  the  new  test  system  uses  a  modified  pressure  reactor  to 
house  the  QCM  sensor  and  fuel  sample,  preventing  fuel  volatilizatiGi  and 
allowing  measurements  to  be  made  with  oxygen  overpressures. 

In  this  report,  we  first  describe  a  number  of  measurements  made  on  JP-8  fuel 
using  the  original  test  system,  including  (1)  mass  deposition  rates  at  temperatures 
between  160  and  20CrC,  (2)  the  extraction  of  activation  energies  for  thermal 
degradation,  and  (3)  measurement  of  jet  fuel  viscosity  as  a  function  of 
temperature.  We  then  describe  the  new  QCM  jet  fuel  test  system  (QCM-JFTS) 
and  measurements  of  JP-8  and  Jet-A  fuel  degradation  made  with  this  system. 

We  also  briefly  describe  efforts  to  transfer  the  QCM-JFTS  technology  to  program 
participants,  including  the  Pratt  &  Whitney  Fuels  and  Lubrication  Group  to  support 
evaluation  of  jet  fuel  additives. 
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1 .  Mass  Deposition  Rates 

The  QCM  can  be  suspended  in  jet  fuel  and  operated  effectively  to  monitor  the 
accumulation  of  solids  onto  the  device  surfaces  Table  1  lists  the  mass 
deposition  rates  measured  using  the  original  test  system  at  several  temperatures 
between  160  and  200  C  with  two  different  batches  of  JP-8  jet  fuel  An  Arrhenius 
plot  of  this  data,  displaying  the  natural  logarithm  of  the  deposition  rate  vs  1000/T, 
is  shown  in  Figure  1.  It  is  interesting  to  note  that  the  two  fuel  samples  are  offset 
on  the  Arrhenius  plot,  indicating  a  different  frequency  factor  in  the  rate  constant. 
The  two  data  sets  have  essentially  the  same  slope,  however,  indicating  good 
agreement  in  the  activation  energies;  23.0  vs.  24.7  kcal/mole.  These  activation 
energies  are  consistent  with  those  experimentally  obtained  (5-44  kcal/mole)  from 
deposition  tests  from  other  researchers  (see  Hazlett,  1991). 


Table  1.  Summary  of  QCM  Measurements  of  JP-8  Jet  Fuel  Degradation 

Using  the  Original  QCM-JFTS. 


JP-8 

Batch 

No 

Temperature 

(X) 

1000AT 
(K-1  ) 

Deposition 

Rate 

(ng/cm2- 

min) 

loge 

(Deposition 

rate) 

Activation 

Energy 

(kcal/ 

mole) 

1 

160 

2.309 

20 

3.00 

23.0 

175 

2.231 

54 

3,99 

190 

2,159 

112 

4.72 

2 

167 

2,272 

. 

11 

2.40 

24.7 

182 

2,197 

26 

3,26 

200 

2.113 

79 

4,37 

2.  Measurement  of  the  Temperature  Dependence  of  JP-8  Viscosity 

The  original  QCM-JFTS  was  used  to  measure  the  temperature  dependence  of 
the  viscosity  of  JP-8  jet  fuel.  Due  to  the  interaction  of  the  oscillating  device 
surface  with  a  contacting  fluid,  electrical  measurements  can  be  used  to  extract 
the  product  of  density  and  viscosity  of  the  fluid.  Using  this  data,  together  with 
tabulated  values  for  the  temperature  dependence  of  JP-8  fuel  density,  allows 
determination  of  fuel  viscosity  vs.  temperature. 
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Figure  1  Arrhenius  plot  yielding  activation  energies  tor  two  different  s^^mples  of  JP-8  fuel 


Figure  2  shows  the  temperature  dependence  of  JP-8  jet  fuel  viscosity  determined 
from  QCM  measurements.  These  measurements  are  compared  with  literature 
values  (CRC,  1988)  for  JP-8  fuel  viscosity.  We  note  fairly  good  agreement 
between  the  literature  values,  at  temperatures  where  they  are  available,  and 
those  extracted  from  QCM  measurements.  It  is  interesting  to  note,  moreover, 
that  JP-8  viscosity  does  not  decrease  monotonically  with  temperature,  but  shows 
a  peculiar,  but  reproducible,  increase  in  viscosity  with  temperature  near  140  C 
This  is  the  temperature  regime  where  the  PCS  technique  has  indicated  that 
particle  formation  begins.  Particle  formation  may  cause  an  increase  in  fluid 
viscosity  that  is  measurable  by  the  QCM,  More  work  needs  to  be  done  to 
ascertain  the  connection  between  particle  formation,  jet  fuel  viscosity,  and  the 
onset  of  mass  deposition.  The  onset  of  this  nonmonotonic  viscous  behavior 
could  be  valuable  with  regard  to  predicting  jet  fuel  stability 

3.  New  Jet  Fuel  Test  System 

A  goal  of  the  program  is  to  develop  a  bench-top  instrument  for  monitoring  jet  fuel 
degradation  in  real  time  and  at  high  temperatures.  This  will  allow  other 
laboratories  to  characterize  new  jet  fuels  and  to  evaluate  the  effect  of  a  variety  of 
parameters  related  to  fuel  thermal  stability,  including  the  effect  of  fuel  additives. 
Because  the  surface  of  the  QCM  can  be  coated  with  different  metals,  the 
suspected  catalytic  effect  of  certain  metals  in  promoting  jet  fuel  degradation  can 
also  be  investigated. 

In  the  past  year  we  assembled  a  "second  generation"  QCM  jet  fuel  test 
apparatus,  shown  schematically  in  Figure  3.  The  apparatus  includes  a  QCM  test 
fixture  to  contain  the  QCM  suspended  in  a  jet  fuel  sample,  an  oscillator  to  drive 
the  QCM,  a  frequency  counter  and  digital  voltmeter  to  monitor  the  oscillator 
outputs,  a  temperature  controller  to  maintain  fixture  temperature,  a  scanning 
thermometer  to  read  fuel  temperature,  a  gas  flow  meter  (when  flowing  gas),  and  a 
personal  computer  (PC)  to  acquire  and  display  sensor  data. 

The  QCM  test  fixture  houses  the  QCM  sensor  suspended  in  a  sample  of  jet  fuel, 
allowing  mass  accumulation  to  be  measured  at  elevated  temperatures  and  with 
oxygen  overpressures.  The  fixture,  shown  schematically  in  Figure  4,  consists  of 
a  stainless  steel  pressure  vessel  (Parr  Instrument  Co.)  custom  modified  to  allow 
an  RF  electrical  feedthrough  to  be  mounted  in  the  lid.  Hermetically-sealed  SMA 
feedthroughs  were  welded  into  the  center  of  the  lid,  to  which  is  attached  a  QCM 
clamp.  This  clamp  holds  the  edge  of  a  QCM,  making  electrical  contact  to  the 
electrodes.  The  lid  of  the  test  fixture  also  contains  feedthroughs  for  an  oxygen 
inlet  and  vent  tube,  a  pressure  gauge,  a  pressure  relief  valve,  and  a 
thermocouple.  The  lid  seals  to  the  body  of  the  vessel  with  a  Teflon  gasket  and 
clamps,  allowing  oxygen  overpressures  of  up  to  1000  psi  to  be  maintained  during 
the  test  The  QCM  text  fixture  is  mounted  in  a  band  heater,  allowing  test 
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F  igure  3  Schematic  of  the  second-generation  QCM  syste 


QCM  Test  Fixture 
(Modified  Bomb  Calorimeter) 


Figure  4  Schemalic  of  the  QCM  system  stainless-steel  test  fixture  to  certain 
the  quartz  crystal  microbalance  suspended  in  a  let  fuel  sample 


temperatures  up  to  30CfC  to  be  achieved.  In  addition,  the  unit  is  suspended  by  a 
clamp  stand  above  a  magnetic  stirrer,  allowing  the  fuel  sample  to  be  mixed  during 
the  test,  maintaining  a  uniform  temperature  and  oxygen  concentration 

A  key  component  of  the  second  generation  QCM-JFTS  is  an  oscillator  circuit  that 
drives  the  quartz  resonator  suspended  in  jet  fuel.  This  circuit  uses  the  impedance 
variations  inherent  in  the  QCM  resonant  response  to  track  the  resonance 
frequency  of  the  sensor.  Due  to  the  severe  operating  environment,  commercial 
oscillators  proved  inadequate.  Consequently  an  oscillator  was  custom-designed 
for  this  application.  The  oscillator  board  is  unique  in  providing  both  a  frequency 
and  amplitude  output:  frequency  changes  indicate  mass  accumulation  while 
amplitude  indicates  crystal  damping.  (A  patent  disclosure  has  been  filed.)  The 
polymeric  nature  of  the  fuel  degradation  by-products  leads  to  both  responses. 

The  oscillator  circuit  is  potted  in  epoxy  for  ruggedness  and  better  temperature 
stability. 

The  oscillator  frequency  output  is  read  by  a  frequency  counter  (HP  model  5384A) 
and  input  to  the  PC  as  an  indicator  of  mass  accumulation.  The  gate  time  of  the 
counter  is  controlled  by  the  computer  and  varies  from  0  1  s  to  10  s.  There  is  a 
trade-off  between  the  precision  and  rate  at  which  frequency  data  can  be  acquired 
Consequently,  at  high  data  rates  (e.g.,  1-sec  interval)  a  short  gate  time  is  used 
(0.1  s),  resulting  in  lower  frequency  resolution  (1  Hz).  At  lower  data  rates  (e  g., 
30-sec  intervals),  a  longer  gate  time  is  used  (10  sec),  resulting  in  higher 
frequency  resolution  (0.01  Hz).  The  mass  density  ps  (mass/area)  accumulated 
on  each  crystal  face  is  related  to  the  change  in  resonant  frequency  Af  (measured 
at  constant  temperature)  by; 


Ps  =  -CmAf/fo2  (1) 

where  Cm  =  2.210  x  lO"!  “I  g/cm2-s  and  fg  is  the  original  resonant  frequency  of  the 
device  (~5  MHz). 

Interpreting  frequency  changes  in  terms  of  mass  accumulation  according  to  Eq  1 
will  be  erroneous  if  the  fuel  and  crystal  temperatures  are  varying,  since  fuel 
viscosity  will  vary  with  temperature  and  contribute  a  frequency  change  also  In 
addition,  the  resonant  frequency  of  the  crystal  itself  has  some  slight  temperature 
dependence.  Consequently,  the  acquisition  of  frequency  data  should  begin  only 
after  the  fuel  sample  has  stabilized  at  the  test  temperature. 

The  amplitude  output  of  the  oscillator  is  a  dc  voltage  that  is  read  by  a  digital 
voltmeter  and  input  to  the  PC.  This  voltage  increases  with  crystal  damping  and  is 
proportional  to  the  motional  resistance  (R)  of  the  crystal.  Monitoring  the  crystal 
damping  is  useful  for  several  reasons.  Crystal  damping  is  proportional  to  the 
square  root  of  the  liquid  density-viscosity  product.  While  fuel  density  does  not 
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vary  appreciably  with  temperature,  fuel  viscosity  decreases  significantly  with 
temperature  and  can  thus  be  monitored  with  the  amplitude  output  of  the  oscillator 
Secondly,  as  fuel  degradation  by-products  accumulate  on  the  crystal,  the 
viscoelastic  nature  of  these  deposits  leads  to  crystal  damping  in  excess  of  that 
contributed  by  contact  with  the  fuel.  Thus,  changes  in  the  amplitude  output 
serves  as  a  secondary  indicator  of  deposit  thickness  The  relationship  between 
the  damping  output  and  deposit  thickness,  however,  does  not  appear  to  be  as 
straightfonward  as  between  frequency  output  and  deposit  thickness.  Thirdly,  the 
amplitude  output  is  a  useful  diagnostic  indicator;  faulty  electrical  contact  between 
the  QCM  and  clamp,  for  example,  is  reflected  in  an  intermittent  or  anomalously 
high  damping  output. 

A  temperature  controller  (Parr  model  4842)  reads  the  thermocouple  in  contact 
with  jet  fuel  and  controls  current  flow  to  the  band  heater  in  order  to  maintain  the 
jet  fuel  at  a  constant  test  temperature.  When  the  fuel  is  magnetically  stirred,  the 
temperature  controller  requires  about  50  minutes  to  reach  180°C  and  stabilize, 
maintaining  fuel  temperature  to  within  O.TC  of  the  target  temperature.  Efforts  are 
being  made  to  reduce  this  heat-up  time. 

A  scanning  thermometer  also  reads  the  thermocouple  contacting  the  jet  fuel  and 
sends  this  information  to  the  PC.  This  temperature  information  is  recorded  by  the 
PC  and  can  be  used  to  indicate  when  the  test  temperature  has  been  reached, 
triggering  the  acquisition  of  data  from  the  frequency  counter  and  digital  voltmeter 

A  personal  computer  acquires  data  during  the  test,  displaying  it  in  real  time  and 
storing  it  for  later  use.  The  computer  can  be  any  IBM  AT-compatible  computer 
capable  of  running  Windows  3.1  and  DOS  5.0  and  supporting  a  mouse.  The  PC 
communicates  with  the  digital  voltmeter,  frequency  counter,  and  scanning 
thermometer  via  a  parallel  interface  bus  (GPIB). 

A  user-friendly  program  running  in  a  windows  environment  displays  a  'control 
panel"  (Figure  5)  for  controlling  the  test  and  monitoring  the  data  in  real  time.  The 
program  is  a  Sandia  proprietary  program  written  in  the  HP  Instrument  Basic  for 
Windows  program  environment.  The  user  controls  the  test  via  a  panel  that 
includes  "buttons"  that  are  mouse-selectable,  including  (1)  Start  Run,  (2)  Cancel 
Run,  (3)  Save  Data,  (4)  Set  Temp,  and  (5)  Auto  Store.  "Set  Temp"  allows  the 
user  to  set  the  center  and  range  of  temperatures  displayed,  it  also  allows  the 
user  to  select  the  option  of  acquiring  data  only  when  the  fuel  temperature  is  within 
0  1  °C  of  the  target  temperature.  "Save  Data"  allows  the  user  to  save  the 
acquired  data  at  any  time  during  the  run.  The  data  stored  consist  of  an  array 
including  (1)  time,  (2)  temperature,  (3)  oscillator  frequency.  (4)  oscillator 
amplitude,  and  (5)  mass  accumulation  (determined  from  the  frequency  change 
referenced  to  the  start  of  the  run  according  to  Eq.  1).  These  data  are  stored  in 
ASCII  format  (with  a  comma  used  as  delimiter)  in  a  filename  of  the  user's  choice 
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Windows  operating  environment 


The  data  can  be  retrieved  later  by  a  commercially  available  software  package 
(e.g.,  Sigmaplot  or  Excel)  for  plotting  and  regression.  The  panel  also  includes  a 
"slider"  input  that  is  mouse-activated  to  permit  the  user  to  set  the  data  acquisition 
rate  between  1 .7  and  100  s.  The  data  rate  selected  automatically  changes  the 
gate  time  of  the  frequency  counter  to  obtain  the  best  frequency  resolution,  as 
discussed  above. 

Panel  displays  include  (1)  a  "strip  chart"  display  of  frequency  changes  (referenced 
to  the  start  of  the  run)  vs.  data  point  number,  (2)  a  "meter"  display  of  crystal 
damping,  (3)  a  "meter"  display  of  temperature,  and  (4)  a  window  display  of  data 
point  number,  elapsed  time,  and  mass  accumulation  (inp.g/cm2). 

To  date,  tests  with  the  new  jet  fuel  test  system  have  been  performed  using  the 
following  procedure: 

(1)  A  60  ml  sample  of  jet  fuel  is  placed  in  the  clean  test  fixture. 

(2)  A  clean  -inch  diameter  QCM  (Maxtek)  is  placed  in  the  QCM  clamp 
and  the  lid  is  clamped  onto  the  chamber. 

(3)  Oxygen  is  bubbled  through  the  jet  fuel  for  20  minutes  at  room 
temperature  to  saturate  the  fuel  with  oxygen  (optional). 

(4)  The  outlet  valve  to  the  chamber  is  closed  and  the  chamber  is 
pressurized  with  oxygen  to  50  psi. 

(5)  The  temperature  controller  is  set  to  the  desired  test  temperature. 

(6)  When  the  fuel  temperature  reaches  the  test  temperature  the  "Start 
Run"  program  button  is  selected  and  data  acquisition  begins. 

(7)  The  data  rate  is  set  on  the  slider  to  1 5  sec;  "Temp  Set"  is  selected 
and  the  center  temperature  is  set  to  the  test  temperature:  span 
temperature  is  set  to  5  deg. 

(8)  After  2  hours  of  data  acquisition,  "Save  Data"  is  selected;  the  disk 
drive  and  filename  are  entered  for  data  storage.  If  the  number  of  data 
points  reaches  499  beforehand,  the  program  will  stop  and  request 
this  information  for  data  storage.  Alternatively,  the  "Auto  Store" 
button  can  be  selected  beforehand  to  supply  this  information  and  data 
will  be  stored  automatically  at  499  points. 

(9)  The  temperature  controller  is  turned  off  and  chamber  allowed  to  cool; 
chamber  pressure  is  then  vented  before  opening.  Data  are  retrieved 
with  a  plotting/regression  program;  fitting  the  mass  vs.  time  data 
yields  a  mass  accumulation  rate. 

The  operating  parameteis  (such  as  temperature,  pressure,  atmosphere,  data 
collection  rate)  used  in  this  procedure  can  be  easily  changed  as  desired. 

The  mass  accumulation  data  acquired  with  JP-8  at  180°C  with  a  50  psi  oxygen 
overpressure  are  shown  in  Figure  6.  Fitting  the  data  yields  a  mass  accumulation 
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Figure  6.  Typical  data  acquired  by  the  QCM  system  on  mass  accumulation  versus  time: 

data  showed  for  JP-8  degradation  at  180°C  with  a  50  psi  oxygen  overpressure 
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rate  of  5.28  }ig/cm2-hr.  We  note  very  little  fluctuation  in  the  data  about  the  best-fit 
line.  Data  collection  is  generally  initiated  after  the  temperature  has  stabilized  at 
the  set-point  temperature.  With  the  present  instrument  configuration,  where  the 
set-point  temperature  can  be  maintained  within  approximately  0.5°C,  mass 
accumulation  rates  as  low  as  approximately  0.3pg/cm2-hr  can  be  measured. 
Table  2  lists  mass  accumulation  rates  measured  with  the  new  jet  fuel  test  system 
for  JP-8  and  Jet-A  fuels  at  several  temperatures,  all  at  50  psi  oxygen 
overpressures,  under  stirred  fuel  conditions. 

Table  2.  Summary  of  QCM  Measurements  of  Jet  Fuel  Degradation 

Using  the  New  QCM-JFTS. 


Fuel 

Temperature 

(°C) 

1000/T 
(K-1  ) 

Deposition 

Rate 

(ng/cm2-min) 

loge 

(Depositio 
n  rate) 

Activation 

Energy 

(kcal/ 

mole) 

JP-8 

160 

2.309 

19.2 

2.955 

24,2 

170 

2.257 

41.1 

3.716 

180 

2.208 

88 

200 

2.114 

208 

5.338 

Jet-A 

. 

160 

2.309 

15.6 

2,750 

27.8 

170 

2.257 

21.9 

3.085 

180 

2.208 

48.7 

3.886 

200 

. 

2.114 

219 

5,389 

Figure  7  shows  an  Arrhenius  plot  of  the  deposition  rate  vs.  the  reciprocal 
temperature  of  the  run  for  JP-8  fuel.  The  activation  energy  extracted  from  this 
plot,  24.4  kcal/mol,  is  in  good  agreement  with  estimates  obtained  using  the 
original  JFTS  (Table  1)  for  JP-8;  23.0  and  24.7  kcal/mol. 

In  conclusion,  the  new  QCM-JFTS  is  a  user-friendly  apparatus  allowing  rapid 
evaluation  of  jet  fuel  samples  through  the  measurement  of  nanogram  to 
microgram  quantities  of  deposits  on  a  surface. 
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Figure  7  Arrhenius  plot  for  JP-8  fuel,  50  psi  oxygen  overpressure,  using  the  second-generation  QCM  system 
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4,  Technology  Transfer,  of  the_QCM  Mass  Sensor 

A  visit  to  Pratt  &  Whitney  Fuels  and  Lubrication  Group  was  made  in  August  1992, 
by  Elmer  Klavetter  and  Steve  Martin  of  Sandia  National  Laboratories  to  set  up  a 
QCM-based  jet  fuel  test  system.  We  have  provided  Tedd  Biddle  with  plans  for 
the  test  fixture  and  the  apparatus  associated  with  the  complete  test  system  We 
have  also  supplied  the  HPIB  interface  board,  the  oscillator,  and  the  custom 
computer  program  that  acquires  QCM  data  and  extracts  the  accumulated  mass 
density. 

Additionally,  we  have  supplied  Wright  Laboratory  and  tlieir  contractors  with  the 
system  design,  the  list  of  equipment  required  for  the  system,  and  the  plans  for  the 
test  fixture.  We  anticipate  setting  up  systems  at  Wright  Laboratory  shortly. 


B.  PHOTON  CORRELATION  SPECTROSCOPY  SYSTEM 

1.  System  Improvements 

A  noninvasive  dynamic  light  scattering  technique,  photon  correlation 
spectroscopy  (PCS),  has  been  applied  to  examine  the  formation  of  submicron 
diameter  particles  in  thermally  stressed  JP-8  and  Jet  A-1  fuels.  Early  results  of 
this  work  have  been  documented  in  Trott  et  al..  1992.  Of  the  few  techniques 
available  for  measurement  of  submicron  diameter  particles  suspended  in  a  liquid 
(Weiner,  1984),  PCS  may  be  the  most  suitable  for  noninvasive,  in  situ 
measurement  of  the  small  particles  generated  in  jet  fuel  thermal  stability  tests. 
PCS  is  a  laser-based  technique  for  measurement  of  particle  diffusion  coefficients, 
which  are  then  used  to  determine  particle  hydrodynamic  diameters  in  the  range  3 
nm  to  several  microns.  In  situ  measurements  are  needed  to  ensure  that  particle 
measurements  are  made  at  the  desired  thermal  stress  temperature  and  exposure 
time  and  to  eliminate  particle  settling  effects.  The  capability  of  PCS  for  accurate 
sizing  of  small  particles  is  particularly  important  since  much  of  the  relevant  fuel 
degradation  chemistry  apparently  occurs  in  a  regime  where  particle  diameters  are 
generally  less  than  a  few  hundred  nm  (Bolshakov,  1974) 

PCS  requires  only  a  relatively  simple  optical  setup,  as  shown  in  Figure  8. 

Detailed  discussions  of  PCS  instrumentation  and  data  reduction  methods  are 
available  (Oliver,  1974;  Berne  and  Pecora,  1976;  Weiner,  1984).  PCS  uses  a 
digital  autocorrelation  technique  to  measure  the  time-dependent  intensity  of  the 
scattered  light  signal  caused  by  Brownian  motion  of  particles  in  an  illuminated 
sample  (Klavetter  et  al.,  1992;  Trott  et  al.,  1992).  Figure  9  presents  examples  of 
autocorrelation  functions  collected  during  thermally  stressed  Jet  A-1  experiments. 
The  channel  number  plotted  in  Figure  9  Is  a  measure  of  the  autocorrelation  delay 
time.  In  general,  unstressed  fuel  samples  exhibit  no  correlation,  indicating  that 
very  few  particles  are  present.  As  the  fuel  is  heated,  at  some  temperature  a  weak 
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Figure  8  Schematic  layout  of  PCS  system  tor  studies  of  heated  )et  fuels 
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Figure  9  Measured  correlation  function  for  four  Jet  A-1  samples  heated  to  different  temperatures 
PCS  was  performed  at  room  temperature  The  correlation  is  weak  for  the  sample  heated 
to  120'C,  but  becomes  well-defined  as  samples  are  taken  to  higher  temperatures  The 
sample  time  per  channel  lor  the  120"C  sample  was  3XlO^  seconds,  for  the  other  samples 
the  sample  time  per  channel  was  1X10‘‘  seconds 


correlation  becomes  evident,  as  shown  in  the  120°C  sample  in  Figure  9  The 
figure  shows  that  at  higher  fuel  stress  temperatures  the  correlation  becomes 
more  well-defined,  and  simpler  to  analyze  with  the  software  routines  described 
below.  A  Langley-Ford  LFi  1096  digital  correlator  is  used  in  these  experiments 
A  portion  of  the  scattered  light  signal  is  also  sent  to  a  frequency  counter  to 
provide  a  continuous  display  of  the  intensity  of  the  scattered  light  signal 
(proportional  to  particle  size  and  concentration)  and  to  ensure  that  the  total 
photon  count  rate  is  maintained  below  10  MHz  (Weiner,  1984).  Although  nearly 
all  PCS  measurements  presented  in  this  report  were  made  at  a  fixed  90  degree 
scattering  angle,  the  capability  for  multiangle  scattering  measurements  is 
available.  This  capability  is  required  for  complete  determination  of  complex 
particle  size  distributions  (Bott,  1987). 

Data  analysis  options  include  first  and  second  cumulants  analysis  of  the 
correlation  waveform  with  the  AN01  option  on  the  LFI  1096  digital  correlator, 
which  directly  yield  the  mean  diameter  of  a  simple  monomodal  particle 
distribution.  For  full  determination  of  the  more  complex  particle  size  distributions 
expected,  additional  analysis  routines  are  available  (Russo  et  al.,  1988)  including 
CORAN  (a  1st  to  3rd  order  cumulants  analysis  routine  for  data  screening  and 
summation),  MARLIN  (a  discrete  exponential  fitting  program),  EXSAMP  (a  rapid, 
smoothed  algorithm  for  Laplace  inversion  of  the  first  order  autocorrelation 
function),  and  the  CONTIN  Laplace  inversion  routine. 

To  validate  and  characterize  the  performance  of  the  PCS  system,  monodisperse 
and  bimodal  samples  of  polystyrene  spheres  have  been  examined  (Klavetter  et 
al.,  1992).  Accurate  particle  sizing  in  the  20-500  nm  diameter  range  was 
obtained,  and  sizing  errors  due  to  sample  convection  were  negligible  over  the 
range  20-85°C.  The  calibration  particles  are  routinely  used  to  optimize  choices 
of  the  sample  volume-defining  pinholes  and  the  collection  optics,  and  for 
verification  of  PCS  system  performance  in  measurement  of  particles  of  similar 
diameter  to  those  obtained  in  thermal  stress  tests. 

Temperature  Uniformity 

Early  PCS  tests  on  heated  jet  fuel  suggested  that  incipient  particle  formation  can 
occur  at  temperatures  as  low  as  1 1(TC,  and  that  substantial  changes  in  the  mean 
particle  size  occur  over  ranges  of  only  10-20’C  (Trott  et  al.,  1992).  These  results 
also  demonstrated  that  temperature  nonuniformities  in  the  test  cell  can  be  a 
source  of  difficulty  in  interpreting  the  data.  The  sample  cell/heater  device  used  in 
these  early  PCS  tests  consisted  of  cylindrical  copper  shells  that  fit  tightly  over  the 
top  and  bottom  of  a  25  ml  cylindrical  glass  sample  cell,  leaving  a  small  gap  in  the 
middle  for  optical  access  to  the  fuel.  Heating  tapes  were  wound  tightly  around 
the  copper  shells.  These  tapes  were  controlled  by  a  thermocouple  feedback  unit 
which  could  be  set  to  maintain  the  fuel  at  a  desired  temperature.  Thermocouples 
were  positioned  to  determine  temperatures  at  two  locations  in  tlie  fuel  samples, 


19 


one  close  to  the  PCS  measurement  location  and  one  at  the  upper  fuel  surface 
These  measurements  demonstrated  that  significant  temperature  gradients  were 
established  in  the  samples  when  heating  with  this  apparatus  For  example,  for 
nominal  center  temperatures  of  12CPC  and  150°C,  the  maximum  temperatures 
{near  the  upper  surface)  were  determined  to  be  138°C  and  183°C,  respectively 
In  this  device,  the  observed  mean  particle  diameters  (as  determined  by  PCS) 
appear  to  correlate  primarily  with  particle  formation  occurring  in  the  hottest  part  of 
the  sample  (see  following  discussion).  In  some  cases,  a  bimodal  distribution  of 
particle  sizes  was  observed,  reflecting  stow  formation  of  small  particles  in  the  bulk 
fluid  in  addition  to  concurrent  and  facile  generation  of  large  particles  in  the  higher 
temperature  regions  near  the  surface. 

Much  improved  temperature  uniformity  has  been  obtained  with  a  device  that 
consists  of  a  cubical  quartz  sample  cell  (3.8  cm  length)  that  is  heated  by 
completely  enclosing  it  in  a  copper  clamshell  heater.  Heating  coils  are  wound 
through  the  copper  walls  of  the  clamshell  and  a  thermocouple  readout/controller 
unit  is  used  to  bring  the  temperature  up  to  the  setpoint.  Four  sides  of  the 
clamshell  contain  small  windows  for  optica!  access  to  the  fuel.  The  liquid 
volume  is  approximately  50  ml.  Figure  10  displays  temperature  histories 
measured  during  a  150PC  test  on  Jet  A-1  using  five  thermocouples  positioned  in 
and  around  the  3.8  cm  quartz  cube.  Four  thermocouples  were  located  inside 
the  fuel  at  the  bottom,  top,  side  and  center  (near  the  PCS  measurement 
location)  of  the  quartz  cube,  respectively.  The  fifth  thermocouple  was  located  in 
the  gap  between  the  cell  and  the  copper  clamshell  walls.  After  60  minutes, 
temperatures  within  the  fuel  approached  the  maximum  value  of  150'’C  and 
agreed  to  within  1 .5°C,  The  relatively  high  degree  of  temperature  uniformity  in 
tests  with  this  sample  cell/heater  device  is  presumed  to  be  due  to  fairly  strong 
convective  flows  within  the  cell.  These  uniform  conditions  permit  far  more 
definitive  PCS  and  static  light  scattering  measurements. 

Heating  Rate  and  Control 

In  order  to  increase  the  heating  rate  and  control,  a  new  programmable  Eurotherm 
PID  temperature  controller  was  installed.  With  careful  programming  of  this 
controller,  it  is  possible  to  avoid  temperature  "overshoot"  in  a  fuel  sample  as  well 
as  achieve  acceptable  uniformity.  Only  a  few  heating  tests  are  required  to 
establish  the  optimal  parameters  to  bring  a  sample  to  a  given  temperature. 

These  parameters  have  been  determined  for  test  temperatures  in  the  range  130- 
160“C.  Sample-to-sample  variations  in  heating  rates  are  negligible.  Figure  1 1 
shows  temperature  measurements  at  various  points  in  the  test  celt  during  a 
150  °C  Jet  A-1  heating  test.  The  fuel  reaches  the  setpoint  temperature  in  about 
20  minutes,  and  is  maintained  at  temperature  to  within  1%.  For  the  3.8  cm  cube, 
the  temperature  uniformity  throughout  the  ceil  is  excellent,  as  shown  in  Figure  1 1 
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Figure  10  Temperature  measurements  at  various  points  in  the  3  8  cm  quart/  cube  during 
healing  of  Jet  A-1  fuel  Thermocouple  locations  are  noted  on  legend 
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Temperature  Flow  Visualization 


A  selection  of  photochromic  cholesteric  liquid  crystal  beads  encapsulated  in 
plastic  has  been  obtained  (Hallcrest  Products.  Parsley,  1991)  Such  beads  are 
expected  to  be  of  value  in  visualizing  the  temperature  uniformity  throughout  the 
entire  heated  volume,  unlike  thermocouple  measurements  which  can  give  only 
point  temperatures  at  a  few  locations  in  the  field.  The  light  scattering  properties 
of  the  liquid  crystal  beads  change  when  they  are  exposed  to  different 
temperatures,  changing  the  wavelength  of  white  tight  reflected  from  the  beads 
The  beads  tested  start  out  with  a  clear  appearance,  change  to  reflect  red  at  some 
fixed  temperature  (the  red  start  temperature),  then  change  to  reflect  light  of 
increasingly  shorter  wavelength  as  the  temperature  is  increased  through  the 
active  range  of  the  crystal  (color  play  bandwidth).  Preliminary  heating  tests  have 
been  performed  with  10-15  and  50-100  micron  beads,  with  fairly  low  active 
temperatures  (red  start  temperature  of  29pC,  color  play  bandwidth  of  4°C).  These 
tests  have  shown  that  the  beads  are  useful  for  visualization  of  full  temperature 
fields  and  their  time  evolution,  but  have  shown  that  the  ooserved  color  is  strongly 
angle  dependent,  so  a  fixed  viewing  angle  must  be  chosen  carefully.  Although 
the  commercially  available  beads  have  fairly  low  red  start  temperatures  for  fuel 
heating  experiments  (normally  less  than  IlffC),  they  should  be  very  useful  for 
establishing  the  uniformity  of  various  heating  cells  and  techniques. 

Improvements  to  PCS  Software 

A  new  PCS  control  program  has  been  written  and  implemented.  This  program 
makes  PCS  measurements  and  data  analysis  much  more  "user  friendly"  by 
providing  three  basic  new  features.  First,  the  program  performs  an  automatic 
initialization  of  the  Langley  Ford  LFI  1096  correlator  with  the  most  commonly 
used  test  parameters  and  sets  it  up  for  computer  control.  Second,  it  allows  the 
PCS  operator  to  set  up  the  correlator  to  acquire  multiple  data  runs  with  an 
operator-specified  number  of  runs  and  acquisition  times.  Finally,  it  provides 
menu-driven  access  to  all  of  the  existing  data  analysis  routines. 


2.  Mie  Scattering  Computations/Experiments 

In  order  to  enhance  the  capability  of  our  dedicated  photon  correlation 
spectroscopy  (PCS)  system  and  to  aid  in  the  interpretation  of  the  data,  we  have 
added  a  Mie  scattering  program  to  the  available  set  of  dynamic  light  scattering 
analysis  software.  The  Mie  scattering  routine  provides  insight  in  selection  of 
optimal  scattering  angles  and  source  wavelengths  for  analysis  of  various 
distributions  of  particle  sizes.  Moreover,  this  program  will  be  useful  for  evaluation 
of  detection  sensitivity  of  the  PCS  apparatus  as  a  function  of  particle  diameter 
and  in  adapting  the  PCS  system  to  static  light  scattering  measurements  on  larger 


particles  (>300  nm  diameter).  The  Mie  scattering  routine  is  a  simple  adaptation  of 
the  FORTRAN  routine  "CALLBH"  described  in  Bohren  and  Huffman,  1983.  The 
program  computes  Mie  intensity  parameters  versus  scattering  angle  for  a  given 
sphere  (particle)  refractive  index,  medium  refractive  index,  sphere  radius,  and 
free  space  wavelength  of  the  optical  source  We  have  modified  the  routine  to 
allow  keyboard  input  of  wavelength,  sphere  radius,  and  number  of  angles. 

Relative  scattering  intensities  versus  angle  have  been  calculated  for  "Nanosphere" 
polystyrene  particle  standards  (Duke  Scientific,  Palo  Alto,  CA)  in  the  diameter  range  of 
20-500  nm.  Results  are  shown  in  Figure  12  (for  a  HeNe  laser  source  at  632.8  nm)  and 
Figure  13  (for  an  argon  ion  laser  at  514.5  nm).  In  comparing  results  at  different 
wavelengths,  the  scattered  intensity  (for  perpendicular  polarization),  /i(e),  is 
expressed  by: 


/l(0)  = /0>.2/i/(4Tt2f?2)  (2) 

where  Iq  is  the  incident  intensity,  X  is  the  source  wavelength,  /-i  is  the  Mie  intensity 
(relative  scattering)  parameter,  6  is  the  scattering  angle,  and  R  is  the  distance  from 
the  scattering  volume.  These  calculations  illustrate  the  well-known  d^A.^  behavior 
of  scattering  intensity  as  a  function  of  particle  diameter,  d,  in  the  Rayleigh  regime 
(d  <  70  nm)  as  well  as  the  complex  dependence  of  scattering  intensity  vs.e  for 
larger  particles  (d  >  100  nm). 

Figure  12  includes  observed  intensities  of  scattered  light  as  a  function  of  0  for  a 
solution  containing  496  nm  "Nanospheres"  normalized  to  the  calculated  value  at 
0  =  90°.  For  these  preliminary  measurements,  no  attempt  was  made  to  account  for 
background  scattering  or  to  control  the  accuracy  of  the  scattering  angle  to  better 
than  1°.  In  view  of  these  limitations,  the  experimental  data  are  in  good  agreement 
with  the  calculated  angular  dependence  of  scattering  intensity. 

3.  Jet  Fuel  Testing  with  Photon  Correlation  Spectroscopy 

The  continuing  goal  of  these  experiments  is  to  determine  the  temperature  and 
exposure  time  dependence  of  particle  formation  mechanisms.  Thus  far,  tests 
have  been  performed  in  oxidative  atmospheres  to  promote  particle  formation 
and  growth.  The  fuels  examined  have  been  specification-grade  JP-8  and  Jet  A- 
1  (POSF-2747).  The  Jet  A-1  had  an  atypically  high  JFTOT  breakpoint 
temperature  of  33CTC.  The  breakpoint  temperature  for  the  JP-8  was 
approximately  27{TC.  Unfiltered  JP-8  and  Jet  A-1  fuels  were  both  found  to 
contain  sufficient  numbers  of  dust  particles  to  complicate  acquisition  of  the 
correlation  function  at  small  scattering  intensities.  With  filtration,  nearly  dust- 
free  samples  can  be  generated;  however,  the  possible  effects  of  this  sample 
preparation  step  on  the  overall  particle  formation  process  (during  heating)  have 
not  yet  been  fully  characterized.  For  most  in  situ  tests  reported  here,  fuel 
samples  were  prepared  by  filtering  each  sample  through  10-micron  Teflon  filters, 
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Scattering  Intensity  vs.  Angle 


Mie  intensity  parameters  versus  scattering  angle  for  HeNe  laser  source  and  particle  diameters 
corresponding  to  available  polystyrene  standard  spheres  Asterisks  represent  experimentally 
determined  intensities  normalized  to  the  calculated  value  at  a  scattering  angle  of  90  degrees 


Scattering  intensity  vs.  Angle 
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Mie  intensify  parameters  versus  scattering  angle  tor  Argon  ion  laser  source  and  particle  diameters 
corresponding  to  available  polystyrene  standard  spheres 


then  bubbling  oxygen  through  the  sample  for  15  minutes.  Recently,  we  have 
performed  PCS  tests  on  samples  prepared  by  filtering  through  a  much  finer  filter 
{0.2  micron).  As  indicated  below,  preliminary  experimental  results  suggest  that 
the  filtering  step  does  affect  the  onset  of  particle  formation  in  the  heated  fuel  All 
tests  have  been  performed  at  atmospheric  pressure. 

In  real-time,  in  situ  studies  of  heated  fuels,  two  principal  effects  have  been 
monitored  as  a  function  of  temperature:  (1)  changes  in  the  intensity  of  scattered 
laser  light  and  (2)  the  evolution  of  the  autocorrelation  function.  At  temperatures 
as  low  as  80°C,  a  significant  increase  in  the  intensity  of  scattered  light  has  been 
observed.  Very  large  gains  in  signal  intensity  have  been  seen  at  temperatures 
approaching  150°C.  Typically,  at  least  some  of  the  enhanced  scattering 
intensity  is  "permanent;"  i.e.,  it  persists  when  the  fuel  cools  to  room  temperature. 
This  effect  occurs  in  conjunction  with  particle  formation  in  the  sample  and 
deserves  more  detailed  analysis. 

As  discussed  previously,  two  test  cells  have  been  used  during  these  tests:  a 
25-ml  cylindrical  vial  (with  fairly  large  temperature  gradients)  and  a  3.8-cm  cube 
(much  better  temperature  uniformity).  In  the  cylindrical  cell,  in  situ 
measurements  on  the  Jet  A-1  fuel  were  performed  by  heating  samples  to  center 
temperatures  in  the  range  of  90-1  SO’C  and  maintaining  them  near  the  nominal 
value  for  4  hours.  Temperatures  at  the  surface  layer  were  consistently  monitored 
as  well.  Under  these  experimental  conditions,  the  scattering  signal  observed  in 
real  time  appeared  to  be  primarily  influenced  by  particle  formation  processes 
occurring  in  the  vicinity  of  the  hotter  surface  layer.  In  addition,  the  surface  layer 
processes  were  evidently  a  major  factor  in  subsequent  room  temperature 
measurements  on  the  thermally  stressed  fuel.  Repeated  PCS  measurements 
under  these  conditions  indicated  that  consistent  values  could  be  obtained. 

Although  the  temperature  gradients  that  were  present  during  the  heating  tests 
complicated  interpretation  of  the  experiments,  definite  trends  in  mean  particle  size 
vs.  stress  temperature  and  exposure  time  were  observed.  As  mentioned 
previously,  Figure  9  contains  plots  of  autocorrelation  functions  obtained  in  room 
temperature  measurements  on  thermally  stressed  fuel.  The  increasingly  long 
decay  rate  of  the  correlation  function  with  increasing  temperature  indicates  that 
the  mean  particle  size  is  increasing.  Size  distributions  and  mean  particle 
diameters  obtained  from  data  of  this  type  are  shown  in  Figure  14.  Size 
distributions  observed  in  real-time  measurements  on  the  heated  fuel  are  shown  in 
Figure  15.  The  plots  in  Figures  14  and  15  represent  "chosen  fits"  of  the  CONTIN 
Laplace  inversion  routine.  Similar  results  were  obtained  with  the  other  size 
distribution  analysis  algorithms. 

Three  Jet  A-1  fuel  samples  heated  to  nominal  temperatures  of  90-1 10  C 
(maximum  temperatures  of  103°C,  122'C,  and  124“C,  respectively)  did  not 
exhibit  significant  correlation  either  in  real-time  or  in  subsequent  room- 
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Figure  14  Measured  particle  size  distributions  for  three  Jet  A-1  samples  heated  to  different  temperatures 

PCS  was  performed  at  room  temperature  Particle  size  distributions  determined  using  CONTIN  analysis  routine 


1.5  hours 


Figure  15  Real-time  measurements  of  particle  si/e  distributions  during  150  C  fieating  of  Jel  A-1 
Particle  si7e  distributions  determined  using  CONTIN  analysis  routine 


temperature  measurements.  A  similar  lack  of  correlation  was  seen  when  a  more 
intense  (approximately  300  mW)  argon  ion  laser  was  used  as  the  optical  source 
This  negative  result  could  arise  from  effects  including  (1)  a  low  concentration  of 
scattering  particles,  (2)  a  very  small  mean  particle  diameter  and  (3)  an  ill-defined 
distribution  of  particle  sizes.  Any  one  or  a  combination  of  these  effects  could 
result  in  a  scattering  signal  that,  for  reasonable  analysis  times,  lies  below  the 
detection  limit  of  the  present  system. 

Definite  evidence  of  particle  formation  was  first  observed  in  the  sample  heated  to 
a  nominal  temperature  of  12CrC  (maximum  temperature  near  138“C).  Real-time 
measurements  on  this  sample  produced  no  correlation;  however,  a  weak 
correlation  was  obtained  after  the  sample  cooled  to  room  temperature  (cf.  Figure 
9).  Analysis  of  this  "noisy"  signal  indicated  mean  particle  diameters  in  the  range 
of  60-100  nm.  Clearly,  the  timescale  for  formation  of  a  significant  concentration 
of  particles  under  these  conditions  is  fairly  long  (i.e.,  hours). 

Compared  to  the  previous  sample,  results  obtained  from  the  sample  heated  to  a 
center  temperature  of  130“C  (maximum  temperature  near  164°C)  demonstrate 
that  particle  formation  accelerates  rapidly  over  a  fairly  narrow  temperature  range. 
Evidence  of  substantial  particle  generation  (an  obvious  increase  in  the  intensity 
and  the  appearance  of  well-defined  correlation  in  the  scahering  signal)  was  seen 
in  the  130°C  sample  after  approximately  1  hour  at  temperature.  The  visual 
appearance  of  the  light  scattering  as  well  as  fluctuations  in  the  scattering  intensity 
were  consistent  with  particle  formation  near  the  surface  layer  coupled  with  mass 
transport  into  the  laser  field  by  means  of  convective  flow.  Room-temperature 
measurements  on  the  cooled  sample  produced  a  smooth  correlation  that 
corresponds  to  a  mean  particle  diameter  near  350  nm. 

PCS  results  on  samples  heated  to  MO’C  and  ISO'^C  (168‘'C  and  183”C 
maximum  temperatures,  respectively)  were  very  similar.  As  expected,  particle 
formation  occurred  more  rapidly  with  increasing  temperature.  Figure  14  shows 
that  the  "final"  mean  particle  size  (measured  at  room  temperature)  increased  as  a 
function  of  stress  temperature,  as  well.  Both  samples  exhibited  correlations  that 
suggest  the  presence  of  a  second,  smaller  component  (100-175  nm  diameter)  in 
the  size  distribution  (cf.  Figure  14).  This  apparent  bimodal  distribution  likely 
indicates  slow  formation  of  small  particles  in  the  bulk  fluid  in  addition  to  the 
generation  of  large  particles  near  the  surface.  The  mean  size  of  the  smaller 
component  is  consistent  with  the  100-nm  particles  generated  in  the  138“C 
surface  layer  of  the  120°C  (nominal)  sample.  Growth  in  the  mean  particle 
diameter  as  a  function  of  exposure  time  is  indicated  in  the  real-time  results  given 
in  Figure  15.  After  heating,  the  14(PC  and  150°C  samples  exhibited  a  slight 
discoloration  not  observed  in  the  samples  tested  at  lower  temperatures.  The  data 
indicate  that  the  particle  diameters  measured  at  room  temperature  are  larger  than 
those  measured  at  elevated  temperatures.  This  trend  was  confirmed  in  tests  in 
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which  good  temperature  uniformity  was  maintained  (see  discussion  below)  This 
effect  may  be  due  to  agglomeration  occurring  as  the  sample  cools,  indicating  that 
real-time  measurements  are  required. 

For  PCS  testing  in  the  3.8-cm-cube  test  cell,  fuel  samples  were  heated  to 
temperatures  in  the  range  of  130-16CfC  and  maintained  near  the  nominal  value 
for  up  to  4  hours  With  the  improved  temperature  uniformity  in  this  configuration, 
clear  trends  in  particle  size  and  scattering  intensity  are  observed.  Real-time 
measurements  of  mean  particle  diameter  for  Jet  A-1  fuel  heated  to  160''C  are 
shown  in  Figure  16.  The  mean  particle  size  increases  with  increasing  exposure 
time  at  fixed  temperature  and  then  stabilizes  at  a  larger  value  as  the  fuel  sample 
cools  to  room  temperature.  These  results  clearly  illustrate  the  need  for  real-time, 
/n  situ  particle  measurements.  The  time-dependent  grovirth  in  particle  diameter 
can  not  be  determined  from  posttest  analysis  alone. 

Comparing  results  from  PCS  and  static  light  scattering  measurements,  it  is 
apparent  that  the  fuel  samples  heated  to  150°C  and  16CFC  in  the  quartz  cell 
exhibit  fairly  similar  behavior.  As  expected,  particle  formation  occurs  more  rapidly 
with  increasing  temperature.  Figure  17  shows  the  increase  in  scattering  intensity 
with  time  for  these  two  stress  temperatures.  The  sample  heated  to  150°C 
produced  a  slow  increase  in  scattering  intensity  until  the  fuel  reached  the  setpoint 
temperature.  After  this  time,  the  scattering  intensity  began  to  increase  rapidly. 
The  increased  scattering  intensity  could  be  due  to  increased  particle  size, 
increased  numbers  of  particles  present,  or  a  combination  of  the  two  mechanisms. 
The  sample  heated  to  16CfC  showed  a  similar  slow  increase  in  scattering 
intensity  up  to  the  setpoint  temperature.  Upon  reaching  this  temperature,  the 
scattering  intensity  rose  very  rapidly  at  first  and  then  began  to  drop  until  the 
heating  was  terminated.  The  scattering  intensity  then  increased  as  the  fuel 
cooled  back  to  room  temperature.  A  plausible  explanation  for  this  behavior  is 
given  in  Figure  18,  which  shows  the  calculated  scattering  intensity  as  a  function 
of  particle  diameter  for  spherical  particles  of  several  reasonable  values  of 
refractive  index.  The  program  used  for  these  calculations  is  the  simple 
adaptation  of  the  FORTRAN  routine  "CALLBH"  (Bohren  and  Huffman,  1983).  It 
is  interesting  that  the  scattering  intensity  exhibits  a  maximum  for  particle 
diameters  in  the  range  of  280-340  nm  (depending  on  the  refractive  index)  and 
drops  substantially  as  particle  size  increases  to  400-450  nm.  The  mean  particle 
diameters  determined  by  PCS  for  the  160’C  case  (cf.  Figure  16)  indicate  that  the 
observed  drop  in  scattering  intensity  is  likely  caused  by  particle  diameters 
achieving  critical  values  in  the  280-400  nm  range.  In  contrast,  the  maximum 
mean  particle  diameter  in  the  1 5CPC  sample  (approximately  270  nm)  never 
reached  the  critical  value  for  a  drop  in  scattering  intensity.  Hence,  the  scattering 
intensity  continuously  increased  during  the  test  (cf.  Figure  17).  Precise 
correlation  between  the  measured  mean  hydrodynamic  diameters  and  the 
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Figure  16  Fleal-lime  measurements  of  mean  parlicle  size  during  160  C  heating  of  Jel  A  1 
Particle  size  determinerJ  using  CONTIN  analysis  routine 
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Figure  1 7  Scallering  inlensity  (normali/ed  to  the  maximum  value)  as  a  function 
of  test  time  for  Jet  A-1  samples  heateri  to  ISO  C  and  160  C 
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Figure  18  Catculaled  scattering  intensity  (at  90  scattering  angle)  as  a  function  of 

particle  diameter  for  various  particle  refractive  indices  lllurninaftng  wavelengtfi 
IS  632  8  nm  Computations  made  using  modified  version  of  the  program  CALLBH 
(Bohren  and  Huffman,  1983) 


critical  diameters  shown  in  Figure  18  should  not  be  expected,  since  the  particle 
shapes  and  refractive  indices  are  as  yet  unknown. 

Consistent  results  are  obtained  in  PCS  tests  using  the  quartz  cube  and  cylindrical 
sample  cell  when  the  mean  particle  diameter  is  associated  with  the  maximum 
temperature  (i.e.,  upper  surface  layer)  achieved  in  the  latter  device.  Figure  19 
combines  the  posttest  (room  temperature)  results  for  mean  particle  diameter  as  a 
function  of  exposure  temperature.  No  correlation  is  observed  for  stress 
temperatures  below  138°C,  either  in  real-time  or  in  subsequent  room-temperature 
measurements.  Above  138°C,  the  mean  particle  diameter  increases  dramatically 
as  a  function  of  exposure  temperature.  As  the  exposure  temperature  is  increased 
to  >180“C,  very  large  particles  (>700-nm  diameter)  are  formed  Measurements  of 
the  scattered  light  intensity  as  a  function  of  scattering  angle  have  also  been 
performed  on  the  stressed  fuel  samples.  The  particle  sizes  indicated  by  these 
measurements  are  generally  consistent  with  the  PCS  results.  As  an  additional 
posttest  analysis  procedure,  we  are  now  routinely  performing  an  infrared 
absorption  scan  of  a  small  portion  (0.025-mm  path  length)  of  the  heated  fuel 
samples.  Consistent  with  previous  results  obtained  in  fuels  stressed  in  a  mildly 
oxidative  environment  (Klavetter  et  ai.,  1992),  we  have  observed  only  minute 
changes  in  the  absorption  spectrum  of  posttest  samples  examined  to  date. 

The  most  recent  PCS  data  indicate  that  careful  attention  must  be  given  to  the 
effects  of  sample  preparation  on  particle  formation.  In  these  tests,  the  quartz 
cubic  test  cell  has  been  rigorously  cleaned  in  an  ultrasonic  bath,  and  the  fuel  has 
been  filtered  through  a  0  2-micron  filter.  Visual  examination  of  the  scattered  light 
intensity  prior  to  heating  indicated  that  the  samples  were  extremely  clean,  i.e., 
dust-free.  When  heated  to  150-16CPC,  these  samples  exhibited  significantly 
slower  particle  formation  than  all  of  the  other  samples  tested  to  date.  Tests  are 
currently  underway  to  quantify  this  behavior. 

We  have  also  initiated  tests  to  determine  the  detection  sensitivity  of  the  PCS 
system  under  "optimal"  conditions  (i.e.,  for  a  monomodal  distribution  of  spherical 
particles).  Monodisperse  solutions  of  20-  and  105-nm  diameter  spheres  in  known 
concentration  were  prepared  by  carefully  weighing  a  drop  of  the  aqueous 
suspension  (as  supplied  by  Duke  Scientific)  into  10  ml  of  filtered  FI2O  followed  by 
furthei  dilution  in  decade  increments.  For  the  105-nm  spheres,  with  a  35  mW 
FleNe  laser  as  the  optical  source,  solut'ons  containing  8X1 0^  particles/cm^  and 
8X108  particles/cm^  exhibited  intense  and  strong  scattering,  respectively. 
Accurate  sizing  was  obtained  in  both  cases.  Weak  scattering  was  obtained  from  a 
sample  containing  8X10^  particles/cm^;  however,  fairly  accurate  sizing  (in  part 
limited  by  dust  in  the  sample)  was  achieved.  These  results  suggest  that  the  PCS 
system,  as  presently  configured,  can  easily  discern  a  relatively  simple  distribution 
of  particles  (about  a  mean  diameter  near  100  nm)  in  the  range  of  10's  of 
nanograms  per  ml.  The  results  for  20  nm  spheres  were  consistent  with  the 
expected  sixth-power  dependence  of  scattering  intensity  on  particle  diameter  (i  e., 
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Figure  19  Mean  particle  diameter  (as  determined  by  PCS)  versus  thermal  stress  temperature 

Solid  triangles  represent  data  obtained  in  quartz  sample  cell  Solid  circles  correspond 
to  data  obtained  in  cylindrical  test  cell  Vertical  bars  indicate  the  width  (one  standard  deviation) 
of  the  particle  size  distribution  as  determined  by  the  CONTIN  analysis  routine 


much  higher  concentrations  are  needed  for  detection)  With  guidance  from  the 
available  Mie  scattering  program,  we  intend  to  examine  other  factors  affecting  the 
detection  sensitivity  of  the  PCS  system,  including  different  particle  sizes,  laser 
wavelength  and  intensity,  scattering  angle,  and  different  configurations  of 
focusing  and  collection  optics.  More  complex  distributions  of  particle  sizes  will  be 
addressed  by  tests  on  carefully  controlled  mixtures  of  the  "Nanosphere" 
standards.  Quantitative  analysis  of  the  PCS  detection  sensitivity  for  particles 
formed  in  jet  fuels  should  also  be  possible,  given  the  necessary  information 
regarding  particle  and  medium  refractive  index  as  well  as  particle  shape  factors. 
Measurements  of  this  type  will  be  particularly  valuable  in  tests  involving  the 
integration  of  PCS  with  the  Quartz  Crystal  Microbalance  (QCM)  mass  sensor. 

4.  PCS  Summary  and  Conclusions 

Photon  correlation  spectroscopy  has  proved  to  be  a  valuable  tool  for  both  real¬ 
time  and  posttest  analysis  of  thermally  stressed  jet  fuels.  In  situ  measurements 
have  shown  that  particle  formation  in  Jet  A-1  becomes  evident  at  temperatures  as 
low  as  120°C,  and  that  relatively  large  particles  (200-800  nm  mean  hydrodynamic 
diameter)  are  formed  at  temperatures  less  than  200"’C.  Particle  size  increases 
systematically  with  increasing  stress  temperature  over  the  range  135-180°C. 
Real-time  measurements  indicate  that  the  mean  particle  diameter  increases  with 
increased  exposure  time  at  fixed  temperature.  Particle  diameters  measured  at 
room  temperature  are  larger  than  those  measured  at  elevated  temperatures, 
indicating  the  need  for  real-time  measurements. 

Future  experiments  will  concentrate  on  the  role  of  sample  preparation  and 
oxidation  state  on  particle  formation.  In  addition,  the  response  of  new  fuels  and 
additives  will  be  compared  to  the  existing  data  on  Jet  A-1  and  JP-8.  We  are 
currently  working  with  Prof.  Rob  Hoffman.  New  Mexico  State  University,  to 
determine  a  standard  test  procedure  for  chemical  analysis  of  the  fuel  prior  to  PCS 
testing,  to  ensure  that  the  fuel  to  be  tested  is  consistent  from  test-to-test.  He  will 
also  be  assisting  in  interpretation  of  PCS  data,  especially  in  regard  to  determining 
particle  concentrations  and  kinetic  mechanisms.  Plans  are  unden^ray  to  integrate 
and  compare  the  PCS  and  QCM  techniques. 


C.  SOLIDS  CHARACTERIZATION  STUDIES 

During  this  past  year,  we  have  carried  out  selective  analyses  on  material 
deposited  during  controlled  fuel  stressing  experiments  (performed  by  Tim 
Edwards  at  Wright  Laboratory,  Wright-Patterson  AFB)  which  varied  the  time  that 
flowing  jet  fuel  was  in  contact  with  instrumented  stainless  steel  tubes  The 
purpose  of  these  studies  was  to  collect  data  which  would  help  understand  the 
mechanisms  of  solids  formation.  The  tubes  that  have  been  studied  were 
identified  as  9/91-2  (Jet  A-1  2747,  low  sulfur,  18-hour  run),  9/91-6  (Jet  A  2827, 
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high  sulfur,  18-hour  run),  and  9/91-9  (Jet  A  2827,  high  sulfur,  6-hour  run). 
Temperature  profiles  were  provided  to  us  along  with  the  tubes.  Solids  deposit 
(carbon)  profiles  from  similar  runs  were  also  provided  by  Tim  Edwards.  The  data 
obtained  from  our  study  have  been  correlated  with  the  temperature  and  carbon 
profiles.  The  end  of  each  tube  near  the  fluid  inlet  was  designated  as  zero  inches 
for  the  described  studies  and  distance  along  the  tubes  measured  in  the  direction 
of  flow.  A  second  study  that  was  carried  out  during  the  past  year  was  the 
measurement  of  the  thickness  of  material  deposited  on  quartz  micro-balances 
that  have  been  exposed  to  flowing,  heated  jet  fuel.  These  measurements  were 
used  as  an  additional  calibration  of  the  micro-balances. 


In  the  as-received  condition,  the  tubes  were  approximately  18  inches  long  and 
1 /4-inch  diameter.  Our  first  action  was  to  cut  the  tubes  into  approximately  6-inch 
lengths  and  then  cut  them  lengthwise  to  expose  the  interior.  All  cutting  was 
carried  out  dry  using  a  slow  speed  saw.  After  sectioning,  the  tubes  were 
photographed  using  an  optical  microscope.  Analyses  of  selected  areas  in  the 
tubes  was  carried  out  using  scanning  electron  microscopy  (SEM),  SEM/energy 
dispersive  analysis  (EDA),  micro  X-ray  fluorescence,  Auger  electron 
spectroscopy  (AES),  secondary  ion  mass  spectroscopy  (SIMS),  and  Raman 
spectroscopy. 

Optical  photographs  of  sections  at  approximately  5  inches  from  the  inlet  side  of 
the  three  tubes  are  shown  in  Figures  20a,  20b,  and  20c.  For  comparison,  the 
thick  deposit  found  in  an  afterburner  augmenter  is  shown  in  Figure  21 .  The 
similarity  between  these  deposits  is  quite  striking.  In  Figure  20,  the 
commencement  of  the  dark,  heavy  deposit  region  is  clearly  visible  and  coincides 
with  the  change  in  phase  of  the  fuel  from  liquid  to  vapor  as  previously  reported  by 
Edwards  (1992).  This  region  is  followed  by  a  dark  area  where  the  amount  of  the 
deposit  is  noticeably  less.  It  is  clear  from  Figure  20  that  the  heaviest  deposit 
occurs  in  the  case  of  high  sulfur,  18  hours  (20c),  followed  by  high  sulfur,  6  hours 
(20b).  The  smallest  deposit  occurs  for  the  low  sulfur  18-hour  run  (20a).  In  this 
case,  the  major  deposit  in  the  phase  change  region  appears  more  as  a  thick  oil  or 
tar  than  a  "solid."  These  qualitative  observations  are  in  good  agreement  with  the 
quantitative  measurements  provided  by  Wright  Laboratory  of  the  mass  of  the 
carbon  deposit  as  a  function  of  position  (see  for  example  Figure  22). 

We  have  carried  out  micro  X-ray  fluorescence  measurements  to  determine  the 
sulfur  variation  as  a  function  of  position  along  the  tube.  The  results  for  tubes 
9/91-6  and  9/91-2  are  shown  in  Figures  23a  and  23b,  respectively.  In  these 
figures,  the  S  X-ray  peak  intensities  are  plotted  as  a  function  of  distance  along  the 
tubes.  In  both  cases  we  find  a  S  peak  in  the  region  of  the  fuel  phase  change  in 
good  agreement  with  the  carbon  deposit  data  (Figure  22).  The  peak  in  the  S 
intensity  from  tube  9/91-2  is  about  an  order  of  magnitude  lower  than  the  peak 


Figure  20  Optical  photographs  of  the  phase  transition  region  from  a)  9/91-2:  b)  9/91-9:  and  c)  9/91-6 
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Figure  22.  Typical  wall  temperature  and  carbon  profile  along  test  tube 
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Figure  23  Sulfur  peak  height  plotted  as  a  function  of  distance  along  test  tubes 

a)  9/91-6  and  b)  9-91-2.  The  wall  temperature  is  shown  for  comparison 
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from  tube  9/91-6.  As  noted  above,  the  deposit  in  the  phase  change  region  of  this 
sample  is  small.  This  is  confirmed  by  the  SEM  and  SEM/EDA  data  shown  in 
Figure  24  where  the  major  peaks  are  due  to  the  stainless  steel  tube  No  data 
were  obtained  in  the  high  temperature  region  of  9/91-2  due  to  the  low  X-ray 
excited  S  signal.  The  intense,  broad,  S  peak  observed  in  the  high  temperature 
region  of  Figure  23a  (9/91-6)  is  due  to  the  limited  sampling  depth  of  the  X-ray 
fluorescence  technique  and  not  due  to  a  change  in  the  S/C  ratio  in  this  area  This 
is  illustrated  in  Figures  25  and  26.  Figure  25  shows  SEM  and  SEM/EDA  data  of 
the  deposit  in  the  phase  change  region  while  Figure  26  shows  similar  data  from 
the  high  temperature  region.  In  the  phase  change  region  the  deposit  is  not 
porous  (at  least  on  this  scale)  and  the  SEM/EDA  shows  only  S  (this  SEM/EDA 
system  cannot  detect  C),  indicating  that  the  thickness  of  the  deposit  is  greater 
than  the  sampling  depth  of  the  SEM/EDA  tec*  r-que.  Since  the  entire  thickness  of 
the  deposit  is  not  being  samplod,  the  S  pe"k  is  representative  of  the  total  S  in  the 
depth  sampled  ana  not  the  to*al  S  in  the  deposit  In  the  high  temperature  region 
(Figure  26)  the  deposit  is  porous  and  the  SEM/EDA  spectrum  shows  large  signals 
from  the  stainless  steel  tube  in  addition  '  j  the  S  In  this  case  we  are  sampling 
through  the  entire  deposit  and  the  S  peak  is  representative  of  the  total  S  in  the 
deposit. 

SEM  and  SEM/EDA  data  obtained  from  tube  9/91-9  (high  sulfur,  6-hour  sample) 
are  shown  in  Figures  27  and  28.  These  data  indicate  the  form  of  the  deposits  are 
very  sirr'.'ar  to  those  found  for  the  9/91-6  (high  sulfur,  18-hour  sample)  i.e.  in  the 
phase  transition  region  the  deposit  is  solid  while  the  high  temperature  region  the 
deposit  has  a  low  density,  filamentary  appearance.  The  visual  observations 
uiscussed  above  and  the  C  deposit  measurements  made  at  Wright  Laboratory 
indicate  fewer  deposits  in  the  6-hour  sample  than  in  the  18-hour  sample.  This  is 
confirmed  by  the  SEM/EDA  data  in  Figure  27  which  shows  an  iron  peak  from  the 
stainless  steel  tube  showing  through  the  deposit. 

The  deposits  found  in  the  high  temperature  region  from  tubes  9/91-6  and  9/91-9 
(Figure  26  and  Figure  28)  have  an  appearance  very  simitar  to  carbon  films  that 
have  been  made  by  vapor  phase  growth  (Wagner  et  al.,  1992).  In  those  cases, 
the  amount  of  hydrogen  present  in  the  films  had  a  dramatic  effect  on  their  growth 
and  structure.  Similar  effects  may  be  present  in  these  films.  Experiments  to  test 
this  theory  by  measuring  the  hydrogen  content  of  the  carbon  in  the  high 
temperature  region  vs.  the  transition  are  in  progress. 

In  order  to  investigate  the  absolute  concentration  and  variation  of  S  and  O  in  the 
deposit  we  have  used  Auger  electron  spectroscopy  to  analyze  the  near  surface 
region  Figure  29  shows  an  Auger  spectrum  obtained  from  the  high  temperature 
region  of  tube  9/91-6.  In  addition  to  C,  S  and  O  peaks  are  observed.  Analysis  of 
this  data  and  similar  spectra  obtained  from  adjacent  areas  indicates  that  the  S 
and  C  content  are  on  the  order  of  1-2  atomic  percent.  Figure  30  shows  a  plot  of 
the  S  and  O  content  as  a  function  of  position  over  a  15-mm  area  of  the  high 
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Figure  28.  SEM  and  SEM/EDA  spectra  from  the  high  temperature  (1000'’F)  region  of  tube  9/91-9 
(high  sulfur  fuel,  6-hour  test) 
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Figure  30  Plot  of  the  S  and  O  content  as  a  function  of  position  in  the  high  temperature 
(tOOO'T)  region  of  the  9/91-6  (high  sulfur  fuel.  18-hour  test) 


temperature  region  for  tube  9/91-6.  No  definitive  trend  in  the  S  and  O  content  is 
observed  as  a  function  of  position. 

It  is  clear  from  the  data  presented  above  that  distinct  differences  in  the  extent  and 
type  of  the  solids  deposit  exist  between  the  low  and  high  sulfur  fuels  While  it  is 
tempting  to  assume  that  the  S  plays  the  major  role  in  controlling  the  deposit,  other 
factors  such  as  O  content  cannot  be  ruled  out  and  this  should  be  an  area  for 
further  investigation. 

Our  earlier  observations  of  deposits  from  afterburner  augmenters  indicated  that 
surface  finish  and  surface  composition  play  a  role  in  the  formation  of  deposits. 

For  example,  surface  aspirates  such  as  holes  can  change  the  flow  and  result  in 
increased  deposits.  An  example  of  such  a  deposit  from  an  augmenter  is  shown 
in  Figure  31.  We  have  obtained  SEM  micrographs  of  the  as-received  stainless 
steel  tube  (Figures  32a,  32b)  used  in  the  fuel  stressing  experiments.  These 
photomicrographs  clearly  indicate  that  surface  aspirates  exist  in  these  tubes  The 
role  that  these  features  play  in  the  formation  of  the  deposits  is  the  subject  of  our 
current  studies. 

We  also  performed  Raman  and  fluorescence  analyses  of  tubes  9/91-2  and  9/91-6  and 
began  analysis  of  tube  9/91-9.  The  temperature  profiles  of  the  heated  tubes,  provided 
by  Wright  Laboratory,  are  shown  in  Figure  33.  Spectra  were  obtained  by  focusing  a  blue 
(457. 9nm)  or  green  (514. 5nm)  laser  beam  onto  a  portion  of  the  tube  and  analyzing  the 
scattered  light  for  its  wavelength  components.  The  resulting  spectra  include  features 
from  both  Raman  and  fluorescent  interactions  Both  types  of  features  are  shown  in 
Figure  34,  in  a  spectrum  obtained  from  tube  9/91-2  using  blue  excitation.  The  broad, 
dominant  feature  peaking  at  550nm  to  575nm  is  due  to  fluorescence  from  partially 
decomposed  fuel  molecules.  Fluorescence  results  from  the  absorption  of  photons  (e  g  . 
from  a  laser  source)  by  electrons  in  the  material  followed  by  re-emission  Less  intense, 
narrow  bands  due  to  Raman  interactions  with  charcoal-like  residues  of  jet  fuel  occur  on 
the  rising  slope  of  the  fluorescence  band  between  475nm  and  500nm.  In  the  Raman 
effect  photons  interact  with  vibrational  modes  of  materials,  resulting  in  inelastically 
scattered  (frequency  shifted)  wavelength  components.  In  Figure  35,  we  show  a 
spectrum,  obtained  using  green  excitation,  from  the  same  area  of  tube  9/91-2.  Figure 
35  is  plotted  in  Raman  spectral  format,  with  the  laser  wavelength  at  Ocm"''  and  the  x 
axis  in  units  of  frequency  shift  from  the  laser  wavelength.  Background  fluorescence  was 
removed  from  this  spectrum  by  a  fitting  procedure.  The  Raman  bands  near  1350cm'^ 
and  1600cm'**  are  due  to  charcoal-like  jet  fuel  residues  composed  of  elemental  carbon 
Blue  excitation  maximizes  the  fluorescence  intensity  and  provides  the  most  complete 
fluorescence  profile.  Green  excitation  generally  increases  the  Raman-to-fluorescence 
intensity  ratio. 

The  fluorescence  observed  from  these  tube  surfaces  is  believed  to  be  due  to  partially- 
decomposed  jet  fuel  residues.  The  fluorescence  intensity  should  increase  in  regions 
where  pyrolysis  results  in  incomplete  decomposition  of  the  fuel  and  decrease  where 


51 


Figure  32.  SEM  photographs  of  aspirates  on  the  surface  of  the  stainless  steel  tubes  used  in  the  present  tests. 
The  aspirates  are  Cr  and  Si  rich. 


Jet  A  2827  and  Jet  A-1  2747  Temperature  Profiles 
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tqure  33  Sleady-st;ite  lemperalure  profiles  for  tubes  9/9t-?.  9.9t-6  and  9'91  -9  as  provided  Iry  WPAFB 


Tube  9/91-2,  Side  A,  4"  along  tube,  Fluorescence  Spectrum 
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Figure  34,  Blue-excited  (457.9  nm)  fluorescence  spectrum,  including  Raman  bands,  at  4”  along  Side  A  of  tube  9/91-2 
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Figure  35.  Green-excited  (514  5  nm)  Raman-format  spectrum,  with  background  fluorescence  removed,  at  4"  along  Side  A  ot  ti 


temperatures  are  high  enough  to  more  completely  convert  the  fuel  to  elemental  carbon 
Elemental  carbon  is  not  fluorescent,  but  its  Raman  bands  narrow  and  change  in  relative 
intensity  as  a  function  of  temperature.  Thus,  high  fluorescence  intensities  indicate 
regions  of  relatively  low  temperature  where  pyrolysis  results  in  incomplete 
decomposition,  and  carbon  Raman  bands  provide  a  temperature  scale  (when  compared 
to  carbon  deposits  of  known  temperature  history)  for  regions  where  tem,.eratures  were 
high  enough  to  complete  the  decomposition  of  the  jet  fuel. 

Qualitatively  the  variations  in  fluorescence  intensity  are  similar  for  tubes  9/91-2  and 
9/91-6  and  for  tube  9/91-9  as  far  as  it  has  been  analyzed.  Blue-excited  fluorescence 
spectra  for  tube  9/91-2  are  shown  in  Figures  36  and  3'^  and  for  tube  9/91-6  in  Figures  38 
and  39.  Green-excited  spectra  for  the  2-to-6  inch  positions  of  tube  9/91-9  are  shown  in 
Figure  40.  Spectra  are  shown  for  Side  A.  Green-excited  spectra  from  both  sides  of 
tubes  9/91-2  and  9/91-6  show  the  same  trends.  The  fluorescence  intensities  at  the  2- 
inch  position  are  relatively  low.  Fluorescence  intensities  increase  and  peak  at  the  4-  or 
5-inch  position  before  dropping  to  relatively  low  values  by  the  6-inch  position  This 
maximum  in  fluorescence  intensity  corresponds  to  a  peak  in  the  plot  of  mass  deposited 
versus  distance  along  tube  3/91-3  (Figure  41).  Comparing  the  temperature, 
fluorescence,  and  mass-deposited  profiles  (Figures  33,  36,  38,  40  and  41),  we  conclude 
that  pyrolysis  becomes  significant  at  4  to  5  inches  along  the  tube,  where  the  temperature 
reaches  approximately  400PF  (204°C).  Pyrolysis  at  this  temperature  is  not  sufficient  to 
carbonize  ali  the  jet  fuel  molecules  undergoing  decomposition,  resulting  in  the  deposition 
of  partially-decomposed,  fluorescent  materials.  Further  along  the  tube,  at  about  6 
inches  or  600°F  (316X),  pyrolysis  results  in  much  more  complete  carbonization  of  the 
jet  fuel  residues  that  are  deposited  on  the  wall  of  the  tube,  and  the  intensity  of  the 
fluorescence  decreases. 

Since  the  steady-state  temperature  remains  above  60(yF  for  the  rest  of  the  length  of 
the  tubes  (see  Figure  33),  the  expectation  is  that  the  fluorescence  intensity  should  be 
low  over  the  remaining  length  of  the  tubes.  However,  as  shown  in  Figures  37  and  39.  a 
maximum  in  the  fluorescence  intensity  occurs  at  approximately  8  inches  along  the  tubes, 
and  the  fluorescence  intensity  is  increasing  at  17  inches,  near  the  end  of  the  tubes 
These  regions  of  enhanced  fluorescence  suggest  that  low-temperature  pyrolysis 
occurred  in  regions  other  than  4  to  5  inches  along  the  tube  and  at  other  than  steady- 
state  conditions.  Most  likely,  the  regions  of  enhanced  fluorescence  at  8  and  17  inches 
along  the  tubes  represent  deposition  that  occurred  during  cool-down  after  a  heating 
cycle  while  fuel  was  still  flowing  down  the  tubes. 

The  fluorescence  traces  from  locations  at  8  inches  or  more  along  the  tube  have  a 
fluorescence  band  peaking  at  700nm  to  750nm  in  addition  to  one  peaking  at  550nm  to 
575nm.  The  presence  of  two  fluorescence  bands  suggests  the  presence  of  more  than 
one  species  of  fuel  residue.  There  is  the  possibility  that  this  additional  fluorescence 
band  represents  very  late  stage  deposition  of  a  slightly  decomposed  fuel  residue,  but 
thus  far  no  definite  conclusion  can  be  made. 
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Tube  9/91-2, 1,  Side  A  (0"-6''  along  tube,  457.9  nm) 
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Figure  36  Blue-exciled  (457  9  nm)  fluorescence  spectra,  including  Raman  bands  at  0"  to  6"  along  Side  A  of  tube  9  9 1-2 


Tube  9/91-2, 1,  Side  A  (0’'-6  "along  tube,  457.9  nm) 


Figure  38  Blue-exciled  (457.9  nm)  fluorescence  spectra,  including  Raman  bands  at  0“  to  6"  along  Side  A  of  tube  9  91-6 


Tube  9/91-6,  Side  A,  II  (6''-12")  and  III  (12"-18"),  457.9nm) 


Figure  39  Biue-excited  (457  9  nm)  fluorescence  spectra,  inchidirtg  Raman  bands,  at  6"  to  18“  along  Side  A  of  tube  9  91 


Tube  9/91-9,  Side  A  (0'‘-6")  along  tube,  514.5nm) 
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Figure  40  Green-excited  (514  5  nm)  fluorescence  sf>eclra.  including  Raman  bands,  at  O'  to  6  '  along  Side  A  of  tube  9  91-9 


'.Vail  Temi-erature  (°R 


Wall  Temperature  (°F)  -O- Deposition  (pg) 

3/91-3  data 


Figure  41  Steady-state  wall  temperatures  {'  F)  and  deposition  masses  (pg) 

as  a  function  of  distance  along  tube  9/91-3,  as  provided  by  WPAFB 


Raman  bands  trom  carbon  residues  suggest  a  deposition  scenario  similar  to  that  derived 
from  the  fluorescence  data.  Green-excited  spectra  of  the  carbon  Raman  band  region 
are  shown  for  tube  9/91-2  in  Figures  42  and  43  and  for  tube  9/91-6  in  Figures  44  and  45 
Green-excited  Raman  spectra  of  the  two-to-six-inch  region  of  tube  9/91-9  are  shown  in 
Figure  46.  The  intensities  of  the  carbon  Raman  bands  have  been  scaled  to  facilitate 
their  comparison.  High  noise  levels  in  certain  spectra  are  the  result  of  scaling  up  low- 
intensity  data  or  because  the  Raman  bands  were  originally  imposed  on  a  high  level  of 
fluorescence  (see  Figures  36-40). 

As  with  the  fluorescence  data,  the  trends  in  the  Raman  spectra  obtained  at  0  to  6  inches 
along  the  tubes  (Figures  42,  44  and  46)  are  qualitatively  the  same  for  9/91-2  (both 
sides),  9/91-6  (both  sides)  and  9/91-9  (only  Side  A  analyzed  to  date).  At  2  inches  along 
the  tubes,  the  carbon  Raman  bands  (1  lOOcm*''  to  IZOOcm*^)  are  of  low  intensity  and 
diffuse.  By  4  inches  along  the  tube,  the  carbon  Raman  bands  have  increased  in 
intensity  and  have  begun  to  display  the  two  band  pattern  (-1350cm'''  and  ~1 600cm-'') 
characteristic  of  elemental  (glassy  or  graphitic)  carbon.  From  4  to  6  inches  along  the 
tubes,  the  carbon  Raman  bands  narrow  and  become  more  distinct,  consistent  with 
increasing  steady-state  temperatures. 

At  8  inches  along  the  tubes,  the  steady-state  temperatures  f  1 100°F  or  593''C)  would 
dictate  still  narrower,  more  distinct  carbon  Raman  bands.  However,  the  carbon  Raman 
bands  observed  at  8  inches  along  the  tubes  (Figures  43  and  45)  are  relatively  broad  and 
resemble  those  produced  by  residues  deposited  at  4  inches  along  the  tubes,  where  the 
steady-state  temperatures  were-400°F.  At  10  and  12  inches  along  the  tubes,  the 
carbon  Raman  bands  are  considerably  narrower  than  at  8  inches  and  are  more 
consistent  with  steady-state  temperatures  in  the  1 100°F  to  1200°F  range.  At  14  inches 
along  tube  9/91-2  and  at  17  inches  along  both  tubes  9/91-2  and  9/91-6,  the  carbon 
Raman  bands  are  broad  again  and  more  consistent  with  material  deposited  near  40C1FF 
than  at  the  steady-state  temperatures  measured  for  these  locations. 

The  Raman  spectra  suggest  the  same  deposition  scenario  derived  from  the 
fluorescence  data.  Steady-state  low-temperature  pyrolysis  becomes  significant, 
depositing  low-temperature  carbon,  at  about  4  inches  along  the  tubes.  Transient  low- 
temperature  pyrolysis  events,  presumably  occurring  during  the  cool-down  after  a  heating 
cycle  while  fuel  is  still  flowing  through  the  tubes,  occur  at  approximately  8  and  17  inches 
along  the  tubes.  Maxima  in  the  plot  of  deposition  mass  versus  distance  along  tube  9/91- 
3  (Figure  41)  also  occur  near  4,  8  and  17  inches.  Because  the  carbon  deposits  are 
highly  opaque  to  visible  light,  the  blue  and  green  excitation  wavelengths  sample  only  top 
layer  of  deposits,  corresponding  to  the  last  deposition  event.  The  Raman  data  from 
these  tubes  cannot  be  used  as  calibration  points  to  associate  carbon  Raman  band 
characteristics  with  temperature  because  the  last  deposition  event  may  have  occurred  at 
other  than  the  measured  steady-state  temperature. 


64 


Test  9/91-2,  Side  A,  2"  to  6"  Positions 


Fiqurt;  4?  Greon-exoled  (514  5  nrn)  Hanian-formal  spoctra  wtih  background  tluoresceni.i 
rrsmovcd.  at  O  '  to  (>  "  along  Sidr;  A  of  Itilrc-  9/91  -? 


Test  9/91-2,  Side  A,  8"  to  17"  Positions 
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Figure  43  Green-excited  (514.5  nm)  Raman-formal  spectra,  with  background  fluorescence 
removed,  at  6"  to  18"  along  Side  A  of  lube  9/91-2 


Test  9/91-6,  Side  A,  2"  to  6  "  Positions 


Figure  44  Green-excited  (514  5  nm)  Raman-formaf  spectra,  with  background  fluorescence 
removed,  at  0”  to  6"  along  Side  A  of  tube  9/91  -6 


Test  9/91-6,  Side  A,  8"  to  17"  Positions 


Figure  45  Green-excited  (514,5  ntn)  Raman-format  spectra,  with  background  fluorescence 
removed,  at  6’'  to  18"  along  Side  A  of  tube  9./91-b 


Test  9/91-9,  Side  A,  2“  to  6"  Positions 
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Figure  46.  Green-excited  (514  5  nm)  Raman-formal  spectra,  with  background 
removed,  at  0"  to  6"  along  Side  A  of  tube  9/91  -9 


A  Raman  band  near  eeGcm-l  occurs  in  spectra  obtained  at  locations  near  2  and  8 
inches  along  the  tubes  (see  Figure  47).  This  Raman  band  is  believed  to  be  due  to 
spinel-like  materials  formed  by  oxidation  of  the  metal  surface  of  the  tube  In  order  for 
visible  light  to  sample  the  metal  surface,  the  opaque  carbon  deposits  at  these  locations 
must  be  very  thin  or  intermittent.  This  is  not  surprising  for  the  2-inch  location,  since  the 
steady-state  temperature  is  too  low  for  pyrolysis  to  result  in  heavy  carbon  deposits.  Low 
levels  of  carbon  deposition  at  the  8-inch  location  are  probably  due  to  a  "shadowing" 
effect.  Surface  concentrations  of  fuel  vapor  are  strongly  depleted  by  the  pyrolysis 
occurring  at  4  to  6  inches  along  the  tubes,  so  that  even  though  the  temperature  is 
relatively  high  at  8  inches  along  the  tubes,  there  is  little  fuel  available  to  pyrolyze  and 
deposit.  Deposits  at  the  8-inch  location  may  come  primarily  from  transient  effects  during 
cool-down.  Further  along  the  tubes  the  surface  concentration  of  fuel  vapor  is 
replenished  by  diffusion  or  turbulence,  and  the  amount  of  deposition  increases 

While  the  trends  from  the  low-sulfur  (Jet  A-1)  and  high-sulfur  fuels  are  qualitatively 
similar,  some  differences  can  be  noted.  The  pyrolysis  zones  from  the  tubes  fed  with 
high-sulfur  fuel  tend  to  be  wider  (compare,  e  g.,  Figures  36  and  38).  Also,  there  appears 
to  be  more  evidence  for  Raman-active  sulfur-containing  species  in  the  spectra  from  the 
tubes  fed  with  high-sulfur  fuel.  Figure  48  shows  the  Raman  spectrum  from  the  2-inch 
location  of  Side  A  of  tube  9/91-6.  In  addition  to  a  diffuse  carbon  Raman  band(s),  the 
spectrum  includes  a  Raman  band  at  288cm' which  occurs  only  in  this  spectrum,  and  a 
Raman  band  at  436cm''' ,  which  occurs  in  spectra  from  locations  on  tube  9/91-6  at  which 
low-temperature  pyrolysis  occurred.  The  288cm'''  band  is  near  the  most  intense  Raman 
band  (252cm-'' )  of  dithionite,  S2O42-.  The  436cm- band  may  be  due  to  thiosulfate-like 
species  (8203^')  or  species  with  carbon-sulfur  bonds. 

In  Figure  49,  we  compare  Raman  spectra  from  the  12-inch  location.  Side  A,  of  tubes 
9/91-2  and  9/91-6.  This  is  the  best  location  to  compare  spectra  from  different  tubes, 
because  the  steady-state  temperatures  are  nearly  identical,  because  Sides  A  and  B  give 
consistent  spectra  for  both  tubes  at  this  location,  and  because  there  is  no  evidence  in 
the  results  from  either  tube  for  a  low-temperature  pyrolysis  zone  at  this  location.  The 
Raman  spectra  in  Figure  49  are  nearly  indistinguishable,  providing  evidence  that  the 
carbon  Raman  band  shapes  are  reproducible  functions  of  steady-state  temperature  and 
that  the  sulfur  content  of  the  fuel  does  not  necessarily  have  a  large  effect  on  the  carbon 
Raman  band  shaoe. 

Deposition  of  jet  fuel  residues  in  tubes  9/91-2  and  9/91-6  (and  in  tube  9/91-9  as  far  as  it 
has  been  analyzed)  occurs  qualitatively  in  the  same  manner.  Low-temperature 
pyrolysis,  resulting  in  heavy  accumulations  of  carbon  and  partially  decomposed  jet  fuel, 
occurs  at  approximately  4  inches  along  the  tubes  during  steady-state  operation.  The 
measured  temperature  at  4  inches  along  the  tubes  during  steady-state  operation  is 
approximately  40CTF,  Raman  and  fluorescence  data  suggest  that  additional  low- 
temperature  pyrolysis  occurs  near  8  and  17  inches  along  the  tubes.  Because  the 
steady-state  temperatures  at  8  and  17  inches  along  the  tubes  were  well  above  400  F, 
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Test  9/91-6,  Side  A,  8  "  Position 


Figure  47  Green-excitec)  (514  5  nrnj  F-(aman-fornial  spectrum,  with  background  fluorescence  removed 
at  8"  along  Side  A  of  tube  9  9 1-6.  showing  a  Raman  band  due  to  tfie  loxidi^ed)  fsrbe 
wall  at  (i6y  cm  \  iri  addition  to  carbon  Raman  bands  at  1 100  cm  Ik-  1  700  cm 
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the  pyrolysis  events  at  these  locations  are  believed  to  include  transient  effects,  for 
example,  deposition  of  fuel  residues  during  cool-down  after  a  heating  cycle  At  the 
8-inch  location  deposition  appears  to  have  occurred  primarily  during  transient  events 
Because  of  these  transient  effects,  the  carbon  Raman  band  shapes  do  not  reflect  the 
measured  steady-state  temperatures  at  all  locations  along  the  tubes,  and  these  tests 
cannot  be  used  to  calibrate  Raman  band  signatures  to  temperature  Dr,  Tim  Edwards  of 
WPAFB  is  carrying  out  tests  in  which  the  fuel  is  replaced  by  an  inert  gas  during  cool¬ 
down,  thereby  minimizing  transient  effects.  While  the  deposition  behavior  of  the  low- 
sulfur  (9/91-2)  and  high-sulfur  (9/91-6,  9/91-9)  fuels  is  qualitatively  similar,  some 
differences  were  noted.  The  low-temperature  pyrolysis  zones  tend  to  be  broader, 
distance-wise,  in  the  tubes  exposed  to  high-sulfur  fuel,  and  there  is  more  evidence  for 
sulfur-containing  residues  in  the  tubes  exposed  to  high-sulfur  fuel  Carbon  Raman 
bands  from  low-sulfur  and  high-sulfur  fuels,  at  least  in  locations  with  the  same  steady- 
state  temperatures  and  with  no  evidence  of  transient  effects,  are  nearly 
indistinguishable. 

We  plan  to  continue  the  analysis  of  tube  9/91-9  to  see  if  it  follows  the  deposition  patterns 
observed  in  tubes  9/91-2  and  9/91-6.  Tubes  in  which  transient  deposition  effects  have 
been  minimized  will  be  analyzed,  when  received,  in  order  to  correlate  Raman  bano 
signatures  to  steady-state  temperatures  We  also  plan  to  investigate  further  the  source 
of  the  multiple  fluorescence  bands. 

2.  Measurement  of  Materials  Deposited  on  Quartz  Crystal  Microbalances 

Quartz  crystal  microbalances  offer  the  possibility  of  measuring  the  amount  of  the 
deposition  on  line.  One  concern  is  the  absolute  calibration  of  the  microbalances. 

By  using  an  external  method  for  determining  the  amount  of  material  on  a  micro¬ 
balance,  a  cross  check  of  the  calibration  can  be  obtained. 

The  deposits  collected  on  three  quartz  micro-balances  have  been  depth  profiled 
using  Auger  electron  spectroscopy  and  inert  gas  ion  sputtering.  Depth  profiles 
obtained  from  two  of  these  oscillators,  identified  as  JA1FOF  (10-16-91)  1-1/2 
hours  at  170“C  and  JA1COF  (10-10-91)  4  hours  at  lyO'^C  are  shown  in  Figure 
50.  It  is  clear  from  this  figure  that  the  amount  of  carbon  deposited  on  the  4-hour 
sample  is  greater  than  that  deposited  on  the  1 1 /2-hour  sample.  The  fact  that  a 
carbon  layer  of  uniform  intensity  is  not  found  in  the  surface  region  of  either 
sample  (i.e.  the  carbon  signal  starts  decaying  at  the  surface)  is  most  easily 
explained  by  a  noncontinuous  carbon  layer;  i.e.,  it  has  holes.  The  depth  profile 
from  the  third  sample,  identified  as  JP-8  (12-23-91)  200'’C,  is  shown  m  Figure  51 
Note  that  in  this  case  a  uniform  carbon  layer  that  extends  some  distance  into  the 
sample  is  found. 

In  order  to  calibrate  the  depth  scale,  the  usual  method  is  to  compare  the  sputter 
time  to  reach  the  interface  of  the  unknown  sample  with  the  time  to  reach  the 
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Figure  50.  Auger  depth  profiles  of  deposits  on  quartz  microbalances  after  hour  and  4  hours,  respectively 
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Figure  51  Auger  depth  profiles  of  the  deposit  on  a  quartz  microbalance  for  JP-8  at  200  C 
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interface  of  a  known  thickness  Si02  sample  To  determine  the  sputter  rate 
difference  between  Si02  and  a  hydrocarbon  layer,  we  have  deposited  and  cured 
a  550  A  layer  of  photoresist.  The  comparisons  of  these  data  are  shown  in  Figure 
52  From  these  data  we  find  that  the  hydrocarbon  layer  sputters  at  a  rate  of  1  3 
times  faster  than  the  Si02  layer.  Because  of  the  availability  of  the  Si02  material, 
all  unknown  sputter  rates  were  compared  to  the  Si02  and  then  corrected  by 
multiplying  by  the  1 .3  factor. 

Since  the  carbon  profiles  from  the  quartz  micro-balances  shown  in  Figure  51 
were  not  uniform,  an  "equivalent  thickness"  was  calculated  by  measuring  the  area 
under  the  carbon  profile.  The  results  for  the  three  samples  are  650  A,  1200  A, 
and  2000  A,  respectively.  These  results  are  compared  with  values  of  500  A, 

1300  A,  and  1700  A,  respectively,  that  are  calculated  from  the  measured 
deposition  rates  from  the  QCM  tests.  In  those  calculations,  a  value  of  1  g/cm^ 
was  assumed  for  the  deposited  solids.  This  agreement  is  considered  a  validation 
of  the  QCM  data. 
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3.  CONCLUSIONS 


The  work  performed  during  the  past  year  focused  on  continued  development  and  testing 
of  the  Quartz  Crystal  Microbalance  system  for  monitoring  in  situ  mass  deposition  and 
the  Photon  Correlation  Spectroscopy  system  for  in  situ  monitoring  of  the  formation  and 
growth  of  particles  during  fuel  thermal  stressing.  Solids  characterization  studies  also 
were  performed  to  support  the  QCM  tests  and  to  look  at  heated  tubes  provided  by 
Wright  Laboratory  in  continuing  efforts  to  understand  mechanisms  and  characteristics  of 
solids  deposition.  Specific  conclusions  are  detailed  below. 

1 .  QCM  System 

The  QCM  system  was  improved  in  both  flexibility  and  cost.  The  current  system  can 
operate  at  elevated  pressures  and  temperatures  and  can  be  assembled  for  several 
thousand  dollars.  Technology  transfer  of  this  technique  to  program  participants  has 
been  initiated. 

The  QCM  data  on  deposition  rates  has  been  confirmed  by  independent  testing  using 
ion-beam  sputtering  and  Auger  electron  spectroscopy  to  measure  the  actual  depth  of 
solid  deposits  on  the  quartz  wafers  and  comparing  these  values  to  values  from  the  QCM 
data. 

Both  JP-8  and  Jet  A  fuels  have  been  tested  over  a  temperature  range  of  approximately 
160  C  to  200‘'C,  Activation  energy  values  have  been  determined.  Additionally,  viscosity 
values  were  measured  as  a  function  of  temperature  and  validated  by  comparison  with 
literature  values. 

2  Photon  Correlation  Spectroscopy  System 

The  PCS  system  was  improved  by  establishing  temperature  uniformity  with  the  test  celt 
and  improving  system  software. 

Calibration  and  validation  tests  using  particle  standards  were  completed. 

Mie  scattering  capability  was  added  to  the  system  to  allow  determination  of  particle 
diameters  larger  than  approximately  300  nm. 

Tests  performed  on  jet  fuel  samples  showed  that: 

-  Filtering  prior  to  stressing  can  significantly  affect  fuel  thermal  stability 

-  Particle  diameters  measured  at  room  temperature  are  larger  than  those 
measured  at  elevated  temperatures,  showing  the  need  for  real-time 
measurements; 

-  Particle  formation  appears  to  accelerate  over  a  narrow  temperature  range; 

-  Mean  particle  sizes  increase  monotonically  with  temperature  and  time:  and 
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-  Particles  are  formed  at  temperatures  as  low  as  120'^C.  considerably  cooler  than 
had  previously  been  hypothesized. 


3.  Solid  Characterization  Studies 

Tests  on  the  heated  tubes  supplied  by  Wright  Laboratory  showed  that: 

-  The  sulfur  distribution  as  a  function  of  position  along  the  test  tubes  correlates 
with  the  carbon  distribution; 

-  In  the  temperature  region  around  1000°F  (528°C).  the  sulfur  and  oxygen 
content  of  the  deposits  for  the  high-sulfur  fuel  are  on  the  order  of  1  %; 

-  For  a  given  fuel,  varying  the  time  of  the  experiment  varies  the  amount  of  the 
deposit  but  does  not  vary  the  appearance  (solid  in  the  phase  transition  region, 
vapor  phase  growth  in  the  high  temperature  region); 

-  The  vapor  phase  growth  occurs  for  the  high-sulfur  fuel  at  temperatures  of 
approximately  1000°F; 

-  For  a  given  time  and  temperature,  the  low-sulfur  fuel  has  significantly  less 
material  deposited  and  the  form  of  the  deposit  is  different; 

-  Qualitatively  similar  patterns  of  deposition  of  jet  fuel  were  found  to  be  present 
on  the  different  tubes; 

-  Variation  of  carbon  Raman  band  signatures  with  steady-state  temperature  was 
observed,  confirming  that  this  technique  can  be  used  to  determine  the 
maximum  temperature  at  which  carbon  was  deposited; 

-  Sulfur-containing  deposits  were  identified;  and 

-  The  method  of  cool-down  can  significantly  affect  deposit  formation. 

Future  work  in  the  program  will  focus  on  1)  continued  development  of  the  QCM 
system  for  flowing  systems  to  determine  the  feasibility  of  using  the  sensor  as  an 
in-line  diagnostic  device  in  an  aviation  fuel  system,  2)  data  collection  using  both 
the  QCM  and  PCS  systems,  and  3)  subsequent  model  development  for  the 
physico-chemical  phenomena  associated  with  fuel  thermal  degradation  and 
deposition. 
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